[Interference of bisphosphonate in calcium determination using atomic absorption spectroscopy].
The calcium determination by atomic absorption spectroscopy is impaired in samples which contain 1-hydroxyethylidene-1,1-bisphosphonate. We describe possibilities to avoid these bisphosphonate-mediated interferences of calcium measurement.